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Scanned multi-LED illumination for volumetric PIV 
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(Dated: 23 August 2010) 
We describe the development of both a multi-level two-dimensional and grid-based three-dimensional illumi­
nation system for volumetric Particle Image Velocimetry (PIV) that uses a single camera and an arbitrary 
number of low powered lasers. This ﬂexible system is robust and capable of capturing results over a range of 
spatiotemporal scales determined by the choice of camera, the depth of ﬁeld of the lens and the laser power. 
The system is demonstrated on a rotating spin-up experiment where we extract high ﬁdelity velocity ﬁelds at 
up to 62 frames per second at a spatial resolution of 2352 × 1728 pixels. The ﬂexibility and economy oﬀered 
by this system–approximately one tenth that of a comparable commercial package–may make it attractive to 
many laboratory users. 
Clearly, because the space-time evolution of the veloc­
ity ﬁeld provides the solution to the momentum equa­
tion, it is of fundamental interest across a wide range of 
ﬂows studied in science and engineering. Hence, Par­
ticle Image Velocimetry (PIV) has been used exten­
sively to investigate ﬂuid ﬂow. In the most common 
modality, PIV is used across a single laser illuminated 
plane that must either be considered as representative 
of the ﬂow of the entire ﬂuid body under examination 
or only locally representative and hence preempt ex­
trapolation to other planes. Whereas conventional PIV 
measures two velocity components, recent advances have 
made progress in overcoming this limitation including 
holographic1–3, translational stereoscopic2, dual plane4 
and angular stereoscopic2,5–7 approaches. While each 
of these developments signiﬁcantly extends the capabil­
ity of the original two velocity component PIV, they do 
not provide the ability to continuously record the veloc­
ity ﬁeld in three dimensions at multiple locations within 
the ﬂow. A method of volume illumination has been 
demonstrated8, but the results reveal that the particle 
concentration must be chosen judiciously in order to bal­
ance the desired spatial resolution against the signal-to- FIG. 1. Schematic diagram showing the experimental setup 
noise ratio of the particle-image ﬁeld. The commercially in the top panel and (a) 2D horizontal (b) 2D vertical and 
available solutions, including 3D and tomographic PIV (c) 3D velocity grids. Mirror (1) is used to amplify the laser 
systems, are often ﬁxed in their spatial and temporal res- intensity and, as described in the text, Mirror (2) is used for 
olution and are typically at least an order of magnitude 3D velocity extraction. 
more expensive than the approach described herein. 
Here we describe the development of a robust PIV sys­
tem that allows the user to acquire data at multiple lo- were considered. Firstly, and most importantly, we de-
cations within the ﬂuid and to construct either a multi- mand rapid (62 Hz) vertical and/or horizontal scanning 
level two-dimensional (2D) horizontal/vertical stack of of the lasers. Secondly, a small and ﬂexible footprint 
velocity ﬁeld measurements (Fig. 1 a and b) or a three- is required for access to a variety of ﬂow cell conﬁgu­
dimensional (3D) velocity grid (Fig. 1 c). rations and placements, such as upon a rotating table. 
In this ﬁrst genesis two essential design constraints 
The ﬁrst requirement, of rapidly changing from verti­
cal to horizontal scanning eliminates the possibility of 
the obvious choice of using a single laser with an oscil­
latory mirror9,10 . Moreover, the required scanning speed 
a)Present address:Department of Architecture and Civil 
makes the use of linear laser stage unfeasible. Although 
Engineering, University of Bath, Bath, BA2 7AY, UK. for both the 2D and 3D studies the number is arbitrary, 
Electronic mail: m.patterson@bath.ac.uk in this stage of development we used up to ten low pow­
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2 
second, but we emphasise that this, too, is arbitrary and 
is constrained by the choice of camera. The PIV interro­
gation analysis requires image pairs, at maximum frame­
rate a sweep of the volume using all ten lasers takes ap­
proximately 1/3 s. While the utility of a particular scan 
rate is typically constrained by the phenomena under ob­
servation, the scan rate of this system can be increased 
or decreased to a value determined by the camera and 
lasers available to the researcher. 
Each laser is a low powered unit (output < 5 mW) with 
a cylindrical lens mounted in front of the light source to 
generate a light sheet. We seed the ﬂuid volume with 
neutrally buoyant reﬂective particles (for the example 
discussed herein they are 100 micron silver coated hol­
low glass micro-spheres) then illuminate the ﬂuid using 
the lasers and record image pairs. The diﬀerence between 
the system discussed here and standard two component 
PIV systems is that we use multiple lasers and hence gen­
erate multiple light sheets. This approach allows us to 
examine a range of velocity ﬁelds at distinct spatial lo­
cations throughout the ﬂuid. The use of economical low 
powered lasers results in the need to amplify the intensity 
of the light in the volume being examined. This is accom­
plished by placing a mirror on one side of the ﬂuid con­
tainer (Fig. 1). The associated light reﬂection improves 
the uniformity and intensity of illumination throughout 
the measurement volume. However, the uniformity of the 
light sheet is a function of the seed particle density and 
a matter of trial and error for the experimentalist. 
The images for all PIV measurements should be 
sharply focused. The speed with which the volume is 
being scanned eliminates the possibility of automatically 
refocusing the lens at each vertical level. Therefore, we 
aim to exploit the fact that a lens has a depth of ﬁeld 
(DOF) that provides us with a spatial domain (i.e., dis­
tance from the camera) within which to operate. A sim­
ple rule of thumb for the DOF is that for a given format 
size, the DOF is approximately determined by the sub­
ject magniﬁcation and the aperture. For a given aper­
ture, increasing the magniﬁcation, decreases the DOF 
and decreasing the magniﬁcation increases DOF. For a 
given subject magniﬁcation, decreasing the aperture di­
ameter increases the DOF, and increasing the aperture 
decreases the DOF. While reducing the aperture diame­
ter increases the DOF, it also reduces the amount of light 
transmitted and increases diﬀraction, placing a practical 
limit on the extent to which the DOF can be increased 
by reducing the aperture diameter. 
Balancing aperture and focal length of the lens is cru­
cial to the success of this technique. Our test experi­
ments have the commonly desired need to provide suﬃ­
cient light to illuminate the seeding particles within the 
ﬂuid while at the same time ensuring that there is suﬃ­
cient depth of ﬁeld in order to produce sharp images over 
the levels being scanned by the lasers. As each laser sheet 
is located at a ﬁxed distance from the camera, there is a 
diﬀerent linear mapping used during post-processing to 
convert pixel size into SI units. 
FIG. 2. Timing diagram over 6 frames showing the ﬁring 
sequence of the camera and 3 lasers, the full 3D PIV sys­
tem typically cycles over 10 lasers and 20 frames. While this 
shows 3 lasers the system has no limit in principle to the total 
number. 
The use of a single camera to capture three­
dimensional grid data requires that a mirror be mounted 
◦at one side of the tank at an angle of 45 to the cam­
era (Fig. 1). Images of particle movement in the vertical 
plane are then recorded from the mirror rather than from 
the ﬂuid volume itself. Clearly, for the 2D multi-level sys­
tem this mirror is superﬂuous. 
The camera used is a Dalsa 4M60 capable of record­
ing at either 8 or 10 bit depth with a resolution of 2352 
(H) × 1728 (V). The camera has 4 taps resulting in a 
maximum data transfer rate of 4 × 80 MHz which pro­
vides a maximum of 62 frames per second (fps). We note 
that although the frame rate can be further increased by 
a reduction in the vertical resolution, this has not been 
carried out during this study. The camera is attached 
to a Bitﬂow Karbon PCI Express frame grabber (KBN­
PCE-CL2-F) using the camera link interface (CL). This 
board can service either a base, medium or full CL cam­
era. The frame grabber is in turn housed in an octal core 
Super Micro workstation with a dedicated SCSI raid ar­
ray used to store data directly from the camera. 
The PIV system requires that the camera records a 
frame at the same time that a laser illuminates the ﬂow, 
and hence two lasers cannot ﬁre during the same frame. 
To ensure the correct timing between camera and the 
lasers we make use of a trigger on the frame grabber. The 
trigger pulse is sent to a printed circuit board (PCB) that 
contains a Parallax Basic Stamp module (BS2px24) that 
then controls which laser will ﬁre and the duration of 
the laser pulse. The Basic Stamp module is fully pro­
grammable and operates at 32 MHz processing up to 
19,000 PBASIC instructions per second. This system 
allows the experimentalist complete freedom to use as 
few or as many lasers as is necessary. The programmable 
nature of the ﬁring sequence of the lasers also allows scan­
ning of the ﬂow in any sequence and this can be tailored 
to the particular experiment, for example an in depth ex­
amination of one or more rapidly evolving areas can be 
carried out while only taking periodic measurements in 
3 
FIG. 3. (a) - (d) Vorticity maps (ω = ∇ × u) highlight the 
variation in ﬂuid motion throughout the depth of the tank 
(in the rotating frame of reference). Optimal velocity results 
were obtained by using image pairs recorded at approximately 
1/6 s intervals. 
areas of where the ﬂow is evolving less rapidly. The cam­
era operates in free-run mode in the sense that while it is 
responsible for the timing, the frame grabber ﬁres a trig­
ger at the start of each frame. An example of the timing 
diagram is shown in ﬁgure 2 and highlights the ﬁring se­
quence of the camera and 3 lasers. After post-processing, 
results recorded by the illumination of the laser sheets 
provide the raw velocity data that corresponds to either 
a vertical or horizontal level in the velocity grid. There 
will be obvious time-sweep limitations due to practical 
camera and laser repetition rates. In its present modal­
ity the system performs ﬂawlessly up to the maximum 
allowable frame rate of 62 fps at full resolution of the 
camera used, and testing at higher frame rates is beyond 
the scope of this study. 
Sample results from a horizontal 2D multi-level study 
are presented to illustrate the PIV system described here. 
We observe pattern formation during transient convec­
tive spin-up experiments where buoyancy forcing is sup­
plied by evaporative cooling from the top surface of a 
layer of water. The experiments are carried out on an 
Australian Scientiﬁc Instruments rotating table, with a 
working surface of diameter one meter. The workstation, 
lasers and camera and ﬂuid ﬁlled tank (0.2 × 0.2 × 0.25 
m) are arranged on the table. The lasers are located 
at 25.4 mm vertical spacings throughout the ﬂuid. The 
camera and laser system are then used to record and il­
luminate the ﬂow. The rotating table has a camera stage 
located 1.6 m from the ﬂuid volume. The lens in the 
system was a Nikon 24-85mm f/2.8-4.0D IF AF Zoom 
Nikkor Lens, used with a focal length of approximately 
50 mm and an aperture of 3.0. The DOF suitable for 
PIV post-processing was approximately 100 mm which 
was suﬃcient to provide a sharply focused image over all 
the layers throughout the ﬂuid volume. 
Using our PIV method, we can extract each term of 
the momentum equation from the velocity ﬁeld. In conse­
quence, we demonstrate that a convective ring, or “bulls 
eye”, state arises from the transient balance between 
Coriolis and viscous forces which dominate inertia. In 
ﬁgure 3 (a-d) we show horizontal vorticity ﬁelds at a 
given time in the evolution of the ﬂow from only four 
of the ten possible lasers. This example shows rapidly 
varying vertical and horizontal structures, with the ring 
pattern decaying with depth, and demonstrates how the 
technique described here captures the detailed structure 
of the velocity ﬁeld. A complete description of the ﬂuid 
mechanics of this particular rotating convective system 
are discussed in a paper dedicated to the topic11 . 
We have developed a low-cost multi-level two-
dimensional and grid-based three-dimensional Particle 
Image Velocimetry (PIV) system with design beneﬁts 
that allow great ﬂexibility to study ﬂows of many con­
ﬁgurations and intrinsic time scales. The use of a single 
camera in conjunction with an arbitrary number of low 
powered lasers is an inexpensive method of generating a 
grid of high ﬁdelity PIV data. While the systems design 
will not allow it to compete with MHz scan rates obtained 
by single a laser/oscillatory mirror, the system provides 
a degree of ﬂexibility through the programmable illumi­
nation sequences that other system cannot provide. The 
system has been demonstrated in a study of the structure 
of evaporatively driven convective spin-up. The structure 
of such a ﬂow would not have been accessible using a 
one laser linear stage system and the ﬁdelity and quality 
of the results are on par with substantially more costly 
commercial PIV systems yet with the added beneﬁt of 
substantially more ﬂexibility. 
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